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1. INTRODUCTION 

The increasing usage of medical equipments creates basic things to be taken care. One of them is 
how to assure the patient’s safety. It is common to see the high voltage power supply for these medical 
equipments so the electrical safety has to be concerned. One of concerns is to avoid deathly electrical shocks. 
As similar like in industry, as common as overhead power transmission lines and pipelines, could have 
induced voltages that present a risk of electric shock to the operator safety [1]. This is actually can be avoided 
by having corect grounding [2], or by other means. They will prevent electrical shock’s leakage current that 
endanger patient’s life. One practical way to prevent the electrical shocks is by limiting the leakage current 
from the medical equipment. To do that, the Residual Current Device (RCD) can be used in combination 
with normal Miniature Circuit Breaker (MCB) which is already in common compared to the RCD. It is 
slightly different compared to MCB. The RCD is limiting the residual current. 

RCD is only an application of the leakage current measurement. It is to trip the electrical power 
supply on certain amount of leakage current [3]. Typical RCD circuit is shown at Figure 1. In hospitals, not 
all medical equipments are equiped with RCD. In replacement, they are checked by the engineers 
periodically by measuring its leakage current value. It is usually measured using Multi-function Electrical 
Safety Tester [4]. One of possible reason may due to th cost of the RCD. 

Looking details at RCD, the uncommon component is the toroid RCD. The other components are 
actually only coils that apply physics, the Faraday Law. The concept of using two coils which applying 
Faraday Law can also be seen at Electromagnetic Force-Displacement Sensor [5]. The other advanced 
application can be seen from Energy Transfer by Resonance Coupling [6]. The formulated configuration of 
using two coils is established with the Helmholtz Coil. Helmholtz Coil configuration is structured by two N- 
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turn circular coils with radius R, each perpendicular to the y axis symmetrically, with a distance D. The 
original Helmholtz coil creates uniform magnetic field by having similar current flow direction on both 
circular coils. It will make similar magnetic field goes to the same direction. The application is well known 
for experiments in which need to have uniform Magnetic Field. The proposed residual current measurement, 
presents the same physical principal that the wide use of Helmholtz Coil. 


Contact Sensing Coil 


Supply 


Figure 1. Typical RCD circuit 


In this paper, it was proposed and developed a residual current device with low cost components. 
The first approach was considered using well-known formulas to compare the Helmholtz Coil and the 
common RCD. Furthermore, the magnetic field simulation of the experiment was performed employing the 
common open source software EJS. This software has been used for many physics education purposes [7]. In 
this work it was employed for sensitivity measurement [8]. Finally, it also tries to increase the instrument’s 
sensitivity by doing a simple test. This work showed a common characteristic of measurement. It is like the 
hysteresis of magnetic field. That is why increasing number coil could be one of possible solution to realize a 
practical measurement. Target sensitivity is similar with typical RCD which is with possibility to limit 
30 mA. It is following IEC 60364-4-41 for protection against electrical shock [9]. 


2. HELMHOLTZ COIL CONFIGURATION WITH DIFFERENT CURRENT FLOW 

In the configuration of this work, there is the same structure with normal Helmholtz Coil but it has 
different current flow. The idea is following the RCD principle which differentiating the magnetic fields from 
both circular coils. 


2.1. RCD 

Residual Current Device (RCD) is a safety device which is slightly different compared with the 
Miniature Circuit Breaker (MCB). If MCB is used to trip of over current load, this RCD is used to trip of 
over residual current. This difference is also seen at the limit current value. For MCB, a common current 
limit is about 6A [10]. For residual current, the common nominal is only about 30 mA [9]. The MCB 
normally will make sure the power distribution on each power network while RCD will be more responsible 
for the safety each on its different application. RCD in households and commercial enterprises will protect 
the building from possible fire because of special risk or hazard, like human life safety. RCD is widely used 
both at homes and in companies. This device is used as an additional protection against electric shock. The 
RCD is capable to detect over residual current directly. 

The RCD consists of a toroid, two coils (Coil A and Coil B), and one reader coil (Sensing Coil) as 
its main component. In addition, the RCD commonly also includes an additional circuit to test the mechanism 
for current trip. The last part is a relay that serves to break the voltage as part of trip mechanism. Sometimes 
the relay is accompanied with an amplifier besides a trip coil. However, RCD is basically depending on the 
material that constitutes the Toroid to produce sufficient output from the RCD. A good Toroid material will 
have high permeability as required [11]. Then it can then activate the RCD relay with a relatively small 
current in mA.The overall mechanism to activate trip coil is shown in Figure 12. 

Through the leakage current in the power grid, there are actually two possible path of how electric 
current flows. It is because when there is a leakage, the current will return to Supply via Ground. If compared 
with the normal path, then this is different. Under normal conditions, the current will return to Supply via 
Toroid's Coil B. It is then returning back to Suply N. Assuming that the current through Toroid's Coil A is I, 
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and the current through Toroid's Coil B is I,, the above statement can be rewritten as follows: 
a. When the condition is normal: 


T= 1, (1) 
b. When there is a leakage: 
Te = I 1 I, (2) 


From the two current values that have been formulated above, the leakage current value will be read 
employing sensing coil. This coil will read electromotive force (e.m.f.) induction when a leakage current 
occurs. This phenomenon occurs when the current on Toroid's Coil A is not the same as the current on 
Toroid's Coil B. In physics, the leaking current will induces a magnetic flux in the toroid's magnetic core. 
Then that magnetic flux will be read by the sensing coil that is also wrapped on the Toroid core. 


Figure 2. RCD Toroid’s magnetic field 


2.1.1. Ampere law of RCD 

As previously discussed, the magnetic field value depends on the toroid material used. The material 
will define the variable of magnetic permeability, u. In addition, there are also turns’s number of Coil A and 
Coil B, the medium or circumference of dsl, the small part of toroid’s radius commonly expressed in 01 
radians, and the last radius r as the distance from the center of the circle which define the magnetic field. 
Assuming that there is no missing magnetic field from the medium, with the same number of turns on Coil A 
and Coil B, N; = N, = N, and 0, = 0, = 0, the magnetic field difference resulting from the current leakage 
could be calculated by (3). Then by using (2), it is possible to rewrite the equation in leakage current term, 
Iieakage: The final equation is shown below [8]: 


N N 
AB = B, -B, oe (L, -,)= %1 


leakage 


(3) 


2.2. Comparison betweens RCD and helmholtz coil with different current flow 

The fundamental difference between the RCD and the Helmholtz Coil Configuration is attributed to 
the medium in which the magnetic field spreads. The RCD uses a toroid shaped medium and depends on its 
magnetic permeability. The required medium is a special material that has magnetic characteristic, while 
Helmholtz Coil does not need any. Thus Helmholtz Coil is simpler than RCD. It will make residual current 
measurements using this method more realistic. It is by only using low cost components, such as Coil or the 
electric wire. 

On the other hand, there are similarities with the Different Current Flow between the RCD and 
Helmholtz Coil. Both of them use different currents principle. It is used to generate magnetic fields that will 
be opposite from each coils. For that, here will be re-formulated Magnetic Field equations resulting from 
leakage current. 


2.2.1. Biot savart law of helmholtz coil with different current flow 

The purpose of using Helmholtz Coil Configuration is to follow from the previous RCD mechanism. 
That is to obtain the difference of magnetic field value for two coils, B1 and B2. As it can be seen from 
Figure 3, the direction of the magnetic field from each solenoid is opposite on parallel axis, Y axis. 
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Figure 3. Helmholts coil with differtet current flow 


To calculate the magnetic field difference, the magnetic field formula of one solenoid is required, 
where uo is the permeability of free space, 42.10-7 42.10°’ (T.m/A).The magnetic field B of the solenoid can 
be obtained by using the Biot-Savart law. That is first by using a discrete approach. Then continue it using an 
Integral to obtain the total value of the total magnetic field, detonated by B [12]: 


O Ho IR?(27) Holk? 


B(z)= = 
An (eee) DR ey as 


From the magnetic field equations in which generated by one solenoid (4), the superposition 
principle can be used to obtain the difference between magnetic field from the two coils. The resulting 
equation can then be simplified by following the basic principles of Helmholtz Coil configuration. That is, 
the distance between two Coils A and Coil B is equal to the radius of each coil (R). 

The simplification resulted in a magnetic field value that depends on the number of coil rotations 
(Na and Ng), and the value of current in each coil (I coii a and I coi p). Finally, by equalizing the number of 
loops in each Coil (N), the relationship between the magnetic field and the leakage current can be obtained 
[8]. That is, by applying (2) to (4) for leakage current, Tjeakage. The Equation (5) was obtained: 


AB = Bi MoNT rakage 


5 2R 5 


2.2.2. Magnetic field simulation 

By using the open source software, EJS, the above equations can be easily simulated. The 
simulation of this magnetic field difference is a modification of Helmholtz Coil [13]. It is made by 
subtracting the value of the magnetic field generated from one coil to another. 

Through this simulation, the resulting magnetic field can be ascertained visually. It is useful to 
confirm which tool could be used later to read the generated magnetic field. It is also related with the way 
that design of residual current measurements would be when applied to medical equipments. 

There are four inputs for the simulation program. The input is a component that has been described 
in (5). Among others are coil radius (R), number of coil rotation (N), and current value on each coil (I coi A 
and I coig). 

Figure 4 shows the view of the program. The display shows the magnetic field difference conditions 
in the Helmholtz Coil configuration with R = 50, N = 1, and no leakage current. This can be seen from the 
same value of I coia and I coig. The program employs numerical methods for the calculation step. This 
simulation shows a good visualization and can describe the strength of the magnetic field difference in one 
Helmholtz Coil with Different Current Flow. 
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Figure 4. Magnetic field simulation 


3. EXPERIMENT WITH HELMHOLTZ COIL 

A simple device was built to have a real experiment for Helmholtz Coil Configuration. The device 
was consisted of two solenoid coils and a round shape neodymium strong permanent magnet in the middle. 
The permanent magnet was positioned in parallel to the coil axis and operated as a sensitive sensor [14]. The 
experiment is done by applying different Amperes values at each individual solenoid of the device. Then the 
leakage current was the difference of those two current values. From this experiment sensitivity of the 
possible leakage current could be found. 

The permanent magnet should respond the magnetic field resulted from the leakage current 
described at (5). However, as a normal compass, this device has default orientation which is pointing to north 
of the Earth’s magnetic field. It is also becoming the zero position of no current leakage flow. The Earth’s 
magnetic field can also be used to confirm that there is no other force or frictions that affect its movement. It 
can be confirmed by having its pointing direction kept in one direction although the device is rotated. 

The device is shown at Figure 5. It is a commercial Helmholtz Coil from Leybold [15]. It presents 
coils with 130 turns of winding, 150 mm of radius and there is the same distance between the two coils. This 
commercial apparatus comes with current source power supply. By using two power supply units, it was 
possible on simulated the different current value flowing into each coil. Thus it was possible on simulated 
different leakage current values by having the difference between the two current values at each coil. 


Power Supply 
Helmholtz Coil | 


Figure 5. Helmholtz coil with different current flow experiment 


3.1. Residual current measurement 

This experiment showed good result in which can move the permanent magnet into different angles. 
Tablel shows the combination between (compass) permanent magnet deflection angle and its rated leakage 
current value from the experiment. 
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The rated leakage current is the average from variations of differences value combination that flow 
at each individual coils. The compass deflection at 10 degree can be resulted from various combination of 
current flowing at Coil A and Coil B, for example; OmA vs 24.7mA; 0.1mA vs 24.8mA; or 46.7mA vs 
20.0mA; etc. Similar case was for all deflection degree. This leakage current was the simulation of possible 
residual current that may come from the combination of current flow at coil A and coil B. 


Table1. Compassrotation VS LeakageCurrent 


Deflection (degree) Rated Leakage Current (mA) 
-50 -132.3 
-40 -106.2 
-30 -80.0 
-20 -53.8 
-10 -27.6 

0 -1.5 
10 24.7 
20 50.9 
30 77.1 
40 103.3 
50 129.4 


Then the complete experimental data were plotted as shown in Figure 6. It is an x-y plot from the 
experimental data. The data showed some variations of deflection for a single current difference between coil 
A and coil B. For the same current difference at 30mA or 0.03 A between Coil A and Coil B, the deflection 
degree can be vary as: 40, 41, and 42. The linear regression equation showed good linearity relationship 
between the deflection angle and leakage current. R? parameter from fitting algorithm of Least Square 
method shows as high as 93%. It showed that the equation is fits with the data. The linear equation is 
showing sensitivity from the equation gradient, that is 0.382 degree/mA. 


y = 0/3828x +,0.5556 


Figure 6. Measurement result plot 


From the experiment, it also shows the maximum leakage current is 152.2 mA with deflection angle 
as wide as 55 degree. The other direction of maximum leakage current is at -198.1 mA with deflection angle 
-56 degree. There is shifting at zero degree position from 0 mA to -1.5 mA. It may come from the rated of 
magnetic hysteresis, that is a common phenomenon of using ferromagnetic material like in compass 
measurement. A macroscopic model has been developed for this characteristic [16]. 


3.2. Remodeling resultant magnetic force 

From the experiment, it was showed that there was a deflection angle movement rather than 
backward forward direction as if it only has two magnetic sources like in Figure 4. It came from the resultant 
magnetic force from more than two vectors. There were two sources from each solenoid coils and one source 
from the Earth magnetic field. 

Using the simulation software EJS, it was possible to simulate the vector as the movement of 
compass seems to be caused by other vector influences. It was modified from Magnetic Bar Field Model 
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[17]. By using simulation it was possible to model the resultant magnetic forces. That figure consists of two 
solenoids similar to Figure 4. The earth magnetic source is represented with a permanent magnet but with 
slightly different magnetic behavior. It was possible to create and simulate it on EJS. It is by defining a 
constant uniform magnetic vector. The resulted model can be seen at Figure 7. 


GP Bar Magnet 


EDAS Distance: 0.900 mearth: 0.005 LJ Intensity 
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Figure 7. Remodelling experiment 


The uniform vertical magnetic vector created an angle from resultant magnetic vector between the 
Earth magnetic field (Byan) and the Leakage Current Magnetic Field Difference (AByeakagecurrent). This can be 
written as follows: 


B,, 
8 = arctan Earth 


LeakageCurent (6) 


3.3. Experiment on increasing sensitivity 

The previous result from a forementioned experiment is still showing about 0.38 degree/ mA and it 
is necessary to make feasible the possibility on increasing the measurement sensitivity. One of the proposed 
solution has been discussed before the simulation [8]. It is by increasing number of coil turns. 

Three cases of experiment have been done to see the possibility of increasing this Experimental 
measurements sensitivity. It is by having different positions of the compass magnet. The cases are: 

a. Single Coil at a distance from its center, 
b. At center of Single Coil, 
c. Atcenter of Double Coil. 

The experiment result are shown in Figure 8. The three experimental data for the Single Coil at a 
distance from its center, at center of Single Coil, and at center of Double Coil are represented, respectively, in 
blue (diamond shape), red (square) and in green (triangle). From this experiment it is seen that there is an 
increasing value of measurement sensitivity. The different sensitivities are 0.37, 0.47, and 0.81 (degree/mA), 
respectively. 

The other interesting parameter on increasing sensitivity is how it correlates with the hysteresis. It 
is narrowing the gap. From the hysteresis shapes, it was seen that different angle values for a single leakage 
current is getting narrow. Intuitively it can be noticed that the increasing the sensitivity could reduce the 
hysteresis. 

The result in Figure 8 were analyzed to get the detail calculation on how much the hysteresis is 
affected. The analysis were done by analyzing the relationship between the value of electric current and the 
deflection angle in the measurements as before. 

Three conditions were considered. The first condition is to use a single source with a distance or put 
a magnet at a distance from the coil. The second condition is to use a single source and put the magnet in the 
center of the coil. The third condition is to use two sources and put the magnet in the middle of two coils. 
Using the hysteresis graph that has been obtained, it is now attempted to see if the sensitivity measurement 
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has correlation with the hysteresis. To do that, it was necessary to characterize the hysteresis curve. As the 
hysteresis curve is a non-linear curve, the solution was to use two parallel lines [18]. That is, with one line 
passing through positive path condition and the other was using the negative path condition. The midpoint of 
the hysteresis was acquired by using equation as follows: 


X ax- Xu 
X, (Zm tm) xa 


The midpoint value (Xm) from the first condition was 0.05mA, from the second condition was 
39.60mA, and from the third condition was 9.40mA. These values are shown in Table 2. Then midpoint in Y 
coordinate was used to determine the total of hysteresis by using equation: 


(7) 


Total =Y,-Y, 


Hysteresis 


(8) 


Total Hysteresis Value will represent the hysteresis gap. Yp is higher value, and Yn is lower value 
at mid point. The result of calculation (8) is shown in Table 2. Total hysteresis of the first condition is 19.05, 
the second condition is 17.87, and the third condition is 15.92. It is showing that the total hysteresis is 
decreasing as the increasing sensitivity. It is similar to the visualization at Figure 8 as discussed before. 


y3 = 0.813x- 6.025 
/R?= 0.859 


T 
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a R? = 0.929 ——Single-Distance 
y1 = 0.373x+ 2.363 TA —s—Single-Center 
RADOR Leakage Current (mA) — Double-Center 
Figure 8. Increasing sensitivity 
Table 2. Increasing Sensitivity 
Case Midpoint (mA) Total Hysteresis (deg) 
1 0.05 19.05 
2 39.60 17.87 
3 9.40 15.92 


4. CONCLUSION 

Compared to simulation paper [8], it is shown in this work that it is possible to have Leakage 
Current Measurement using Helmholtz coil configuration with different current flow as another form of 
RCD. The RCD Formula expressed at (3), and the Helmholtz Coil with Different Current Flow Formula 
expressed at (5) showed similar relation between the leakage current and the resulted magnetic field with 
different value of k as in, 


AB=K. laseg P 


The EJS software could be used to show the magnetic field of Helmholtz Coil with Different 
Current Flow. The simulation showed how the magnetic fields from two coils are cancelling each other. The 
other model also can follow the experiment result which has influence from the Earth Magnetic Field. A 
linear gradient 0.38 degree/mA could be achieved with commercial Leybold Helmholtz Coils. 
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The measurement results showed the hysteresis phenomenon. However its linear equation can be 
achieved with high R° value. It was as high as 93%. It showed a good linearity with little variance. From the 
last experiment, it was seen that there was high possibility to increase the measurement sensitivity in order to 
achieve the standard leakage current limit for electrical devices. It showed that the hysteresis was possible to 
be reduced as the measurement sensitivity increased. This work still used current source power supply which 
comes along with the commercial Helmholtz Coil from Leybold [15]. The future work will be investigating 
how is the application of this low cost leakage current measurement, with AC supply and load. 
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